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Abstract 

During right ventricular pacing, left bundle branch block (LBBB) can be 

expected. However when right bundle branch block (RBBB) develops after 

pacemaker implantation, malposition of the pacemaker lead should be first excluded. 

We report on an 87 years old woman having RBBB configuration after implantation 

of a trans-venous temporary pacemaker whose lead perforated intra-atrial septum and 

entered the left ventricle. 


